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プラスミドDNA はサイズとともにトポロジー的にも異なる構造を有します。遺伝子治療における
ベクターの役割を含めて治療目的での使用においては、米国では FDA からもこの部分の評価が要
求されています。アガロースゲルでの評価法もありますが、より自動化／標準化した手法とし

て、キャピラリーゲル電気泳動による評価が注目されています。 

このデータシートでは、5 または 7 kbp の大きさの異なる 2 種のプラスミドについて、制限酵素
（BamHI-HF）またはニッキングエンドヌクレアーゼ（Nb.Bsml）処理によるオープンサークル

化、およびリニア化を行いつつ、分離評価しています。

泳動液は、2 本鎖 DNA サイズ分離用 dsDNA 1000 キット（製品番号 477410）の泳動ポリマー溶

液を Sigma Aldrich 社の 10x TBE（Tris Borate EDTA）で希釈したものを用い、 検出感度及び選

択性の確保のため、LIFluor dsDNA エンハンス 1000（製品番号 477409）を加え、レーザ誘導蛍

光（LIF）検出しています。泳動温度は 25℃です。 

この泳動系ではスーパーコイル、オープンサークルがゲルに捕捉されることで分離され、どちらの

プラスミドもリニア、スーパーコイル、オープンサークルの順にベースライン分離され、15 分以
内に検出されました（Fig. 2, 9, 10, 11）。検出順序は酵素処理サンプルの泳動で確認されました

（Fig. 2, 11）。5 kbp プラスミドで最適化された条件が、7 kbp プラスミドにも十分適用可能でし
た。なお前述の検出順序は、アガロースゲル及び他のポリマー溶液を用いてのキャピラリーゲル電

気泳動による検出順序と異なります。 

5 kbp プラスミドの 18 回繰返し泳動において、移動（検出）時間及びメインピーク（スーパーコ
イル）の面積％の再現性は、それぞれ%RSD : 0.23 %及び 0.61 %と、非常に良好な再現性が示さ

れました。 

迅速かつ頑健な定量的分離分析法であり、自動化も可能です。dsDNA 1000 キット泳動ポリマー
溶液の希釈倍率を変えることで、より大きな／小さなプラスミドへの適用も可能です。 
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Introduction 

Plasmid DNA is often used as the gene delivery vehicle for 
vaccinations and gene-therapy products. It is also an important 
intermediate in making Adeno-associated viruses and 
lentiviruses. The Food and Drug Administration (FDA) guidelines 
recommend manufacturers include a specification of > 80% 
supercoiled plasmid content for bulk release (Ref 1). Capillary 
electrophoresis with laser-induced fluorescence detection (CE-
LIF) provides a rapid, sensitive, reproducible and automated 
method for the quantitative analysis of plasmid DNA isoforms. 
Advantages of CE-LIF over slab-gel electrophoresis include 
rapid analysis time, minimal sample handling, simpler set up and 
preparation time, greater sensitivity and reproducibility, more 
accurate quantitation, automated sample loading, and reduced 
waste generation. This technical note describes a CE-LIF 
method for plasmid analysis. In this method, the supercoiled, 
linearized and open circular plasmid isoforms for 5 kilobase and 
7 kilobase plasmids can be reproducibly separated with baseline 
resolution in less than 15 minutes. 

 

 

 

 

 

 

 

Figure 1. The PA 800 Plus Pharmaceutical Analysis System (A), 
the dsDNA 1000 Kit (B) and the LIFluor EnhanCE Stain (C). 

 

Key Features 

 

• Complete workflow solution for plasmid analysis including 

hardware, software and reagent kits 

• Baseline resolution of supercoiled, linear and open circular 

plasmid isoforms 

• Sample separation takes less than 12 minutes 

• Increased throughput for analysis via automated sample 

separation and data analysis 

• Robust, good repeatability quantitative assay with RSD of 

0.23% for migration time and 0.61% for % area 

• Capable of monitoring low-level plasmid degradants 

• Less waste generation than slab gel method  

• LIFluor EnhanCE stain in this method is safer than ethidium 

bromide used in slab gel method 

 

 

 

 

 

 

Figure 2. Confirmation of different isoforms in an untreated 5 kb 
plasmid preparation (A) using linearized (B) and nicked plasmids 
(C) as controls. The major peak in the untreated Plasmid 
Preparation (A) is the supercoiled isoform; the smaller peak is the 
open circular isoform. In the “Mixed” sample (D), the first peak is 
the linear isoform, the second peak is supercoiled isoform, and the 
third one is the open circular isoform.  
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Materials and Instrument 

Materials: 

The eCAP dsDNA 1000 kit (PN 477410, Figure 1B), the LIFluor 

EnhanCE fluorescent stain (PN 477409, Figure 1C), dsDNA 

1000 Test Mix (PN: 477414) and LIF Performance Test Mix (PN: 

726022) were from SCIEX, Framingham, MA. A 10X 

concentrated stock solution of Tris Borate EDTA (10x TBE, PN 

T4323) was from Sigma Aldrich, St. Louis, MO.  The 5 kilobase 

(kb) Plasmid DNA (PN E1541) was from Promega, Madison, 

Wisconsin. The 7 kb Plasmid DNA was from an internal project 

at SCIEX, Framingham, MA. The nicking enzyme, Nb.BsmI (PN 

R0706) and BamHI-HF restriction enzyme (PN R3136) were 

from New England BioLabs, Boston, Massachusetts.  

 

Instrument and software: A PA 800 Plus Pharmaceutical 

Analysis System (Figure 1A) equipped with LIF detection and 

solid-state laser with excitation wavelength at 488 nm and a 520 

nm band pass emission filter were from SCIEX, Framingham, 

MA. Data acquisition and analysis were performed using 32 

Karat software V10.  

 

Methods 

Gel buffer reconstitution: This step must be done one day 

before running samples. To rehydrate the gel buffer, 20 ml of 0.2 

µm filtered deionized water was added to the gel buffer vial. After 

the gel buffer vial was securely capped, the vial was placed on a 

rotator or the gel mixture was gently stirred with a small stirring 

bar for up to 24 hours or till the dried gel was completely 

dissolved. The hydrated gel should be good for one month if 

stored at 4oC. Then, the gel solution was diluted 1:10 with 1X 

TBE (90 mM Tris, 90 mM Borate, and 2 mM EDTA pH 8.3). The 

diluted gel was filtered through a 0.45 µm filter. 1x TBE was 

prepared by a 10x dilution of TBE stock solution with deionized 

water followed by passing through a 0.2 µm filter. LIFluor 

EnhanCE stain was added to the gel at a concentration of 5 μl 

stain in 6 ml gel (Ref 2).  

Cartridge Assembly: DNA capillary (PN 477477) was installed 

per instructions on kit insert (PN 726412) in the dsDNA 1000 kit. 

The total capillary length was 40.2 cm with 30 cm as the length 

to the detection window. Since the inner wall of the DNA capillary 

is coated, the cartridge assembly should be carried out in a 

timely manner. Excessive exposure to air may damage the inner 

coating and also cause clogging. The capillary ends must be 

immersed in liquid (water or buffer) as soon as the cartridge 

assembly is complete to prevent the coating from drying out.  

Sample Preparation: In order to identify different plasmid 

isoforms, linearized and open-circular plasmids were prepared 

as controls. To prepare the linearized isoform, a single-cutting 

restriction endonuclease, BamHI-HF, was used to digest 

plasmids following manufacturer’s instructions. To obtain the 

open circular isoform, plasmid preparations were either partially 

or fully digested with a nicking enzyme according to the 

manufacturer’s instructions. All plasmid samples were diluted 

with deionized water to 10 ng/μl for analysis on the PA 800 Plus 

instrument.  

LIF Calibration: To ensure consistent response of LIF detector 

throughout this study, the LIF detector was calibrated using LIF 

Calibration Wizard and Performance Test Mix (PN: 726022) 

following the instructions in LIFluor EnhanCE user’s guide (PN 

725824). The target RFU value was set as 62. This calibration 

was done whenever capillary or LIF detector or the laser was 

changed. After the calibration was complete and the CCF was 

accepted, vials of water were placed back to the “home” 

positions (BI:A1 and BO:A1) so that the capillary ends were 

placed in water to keep them wet.  

Instrument Performance Test (optional): Instrument and gel 

buffer performance may be tested using dsDNA 1000 Test Mix 

(PN 477414) and LIFluor EnhanCE stain (PN 477409). Test Mix 

can be diluted by adding 1 mL of filtered deionized water (> 

18MΩ) to the test mix vial. 5 µl LIFluor EnhanCE stain may be 

added to 6 mL of 1X rehydrated dsDNA 1000 gel buffer. 

Separation may be carried out following instructions in LIFluor 

EnhanCE user’s guide (PN 725824). 

Preparation of Buffer Trays and Sample Trays: Vial positions 

for buffer trays are indicated in Figure 3. Each “DDI Water” vials 

were filled with 1.5 ml double deionized (DDI) water. Waste vials 

were filled with 1 ml DDI water. “Gel Fill” vials were filled with 1.5 

ml gel. “Gel Sep.” vials were filled with 1.2 ml gel. Vial “A6” on 

the outlet was filled with 1 ml gel. Two sets of water dip vials 

were set up for minimal sample carryover and better 

repeatability. Injecting samples against a half-filled vial of gel 

buffer (BO:A6) facilitated improved precision in peak area.  

Each plasmid sample was transferred to a Microvial (PN 144709) 

at 95 to 100 μl. Sample vials were loaded onto the sample inlet 

tray.  

Instrument Set up:  

The “Initial Conditions” and “LIF Detector Initial Conditions” were 

set up as indicated in Figure 4 and Figure 5 respectively. Same 

set up was used for all three methods: Capillary Conditioning, 

Separation and Shut Down. 

The time program for Capillary Conditioning was illustrated in 

Figure 6. Buffer vials used for conditioning were purposely 

positioned in row #6 to avoid moving the capillary tips over buffer 

vials used for sample separation.  

Figures 7 and 8 show time programs for plasmid separation and 

shut down methods.  
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Figure 3. Schematic set up for Inlet (left) and Outlet (right) buffer trays.  

 

 

 

 

Figure 4. Settings for “Initial Conditions” tab.  
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Figure 5. Settings for “LIF Detector Initial Conditions” tab. 

 

 

 

 

Figure 6. Time Program Settings for the Conditioning Method.  
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Results  

An optimized method to resolve and quantitate plasmid isoforms 

via capillary electrophoresis using commercially available eCAP 

dsDNA gel buffers is described in this technical note. When gel 

buffer from eCAP dsDNA 1000 kit was used without further 

dilution, it was found to entrap the supercoiled plasmid DNA, 

causing long separation times and broad circular plasmid peaks. 

However, by simply diluting the eCAP dsDNA 1000 gel with 1X 

TBE buffer, the diluted gel demonstrated the ability to provide 

highly resolved plasmid isoforms in a short period of time. In the 

case of the 5 kb test plasmid, the best results were obtained 

through a simple 1 to 10 dilution of dsDNA 1000 gel buffer in 1X 

TBE. Because the separation of the plasmid isoforms in eCAP 

dsDNA gels is achieved by the trapping of the supercoiled and 

circular isoforms of plasmid, the migration of these isoforms is 

slowed relative to that of the linearized molecule. This resulted in 

a migration pattern that is opposite to that typically observed in 

agarose gels where the super-coiled form precedes the 

linearized. The method presented here was optimized to work 

with LIF detection using LIFluor EnhanCE stain.  

 

Analysis of a 5 kb plasmid 

 

Figure 9 shows the results obtained with a 5 kb plasmid 

preparation. The main isoform is the supercoiled form while the 

minor isoform is the open circular form. To confirm this peak 

assignment, a comprehensive experiment was performed where 

a linearized isoform was prepared by digesting the 5 kb plasmid 

with a single cutting restriction enzyme, BamHI-HF. In addition, a 

partial digestion of the plasmid with a nicking enzyme was also 

carried out to simulate the normal degradation of plasmid. Then, 

the untreated plasmid preparation, the linearized sample, the 

 

 

Figure 7. Time Program Settings for the Separation Method.  

 

 

 

Figure 8. Time Program Settings for the Shut Down Method.  
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partially nicked sample and a mixture of the three were 

separated on the PA 800 Plus and compared to each other. In 

Figure 2, results showed that the linearized form migrated in 

front of the supercoiled form. The partially nicked sample 

contained both the supercoiled form and the open circular form 

as well as a trace amount of the linearized form. As expected, 

the amount of nicked or open circular form increased while the 

supercoiled form decreased in the partially nicked sample 

relative to those in the untreated plasmid preparation. These 

results indicated that this plasmid separation method is capable 

of monitoring plasmid degradation and also provide confirmatory 

information for peak assignments. In the mixed sample, all three 

isoforms were baseline resolved.  

There is a small peak between the supercoiled form and the 

open circular form which could be the supercoiled dimer form. 

Further experiments are needed to confirm this hypothesis.  

 

 

 

 

 

 

 

 

 

 

 Figure 10. Separation of plasmid isoforms in a 7 kb plasmid 
preparation. 

 

 

 

Figure 11. Confirmation of different isoforms in an untreated 
7 kb plasmid preparation (A) using linearized (B) and nicked 
plasmids (C) as controls. The major peak in the untreated 
Plasmid Preparation (A) is the supercoiled isoform; the 
smaller peak is the open circular isoform.  

 

 

Figure 9. Separation of typical plasmid isoforms in a 5 kb plasmid 
preparation.  
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Analysis of a 7 kb plasmid 

The plasmid analysis method using dsDNA 1000 gel, coated 

DNA capillary and LIFluor EnhanCE stain was further evaluated 

using a 7 kb plasmid. In Figure 10, results show a baseline 

resolution of the supercoiled form and the open circular form. 

The amount of open circular form was very low. There was no 

other isoform present, indicating that this is a high quality 

plasmid preparation. Further experiments were carried out to 

ensure that the small open circular peak was the nicked isoform. 

A linearized isoform was prepared by digesting this 7 kb plasmid 

with a single cutting restriction enzyme, BamHI-HF. In addition, a 

complete digestion of the plasmid with a nicking enzyme was 

also carried out. At the end of the digestion with the nicking 

enzyme, the reaction mixture was also heated at 80oC for 20 min 

to inactivate the enzyme. Then, the untreated plasmid 

preparation, the linearized sample, the fully nicked sample and a 

mixture of the three were separated on the PA 800 Plus and 

compared to each other. In Figure 11, results shows the small 

peak in the untreated plasmid preparation was indeed the open 

circular form. In the fully nicked plasmid sample, there was no 

supercoiled isoform present. In addition, there was a small 

amount of linear form present possibly due to further degradation 

during the heat inactivation of the nicking enzyme. Once again, 

the results in this experiment indicates that this plasmid analysis 

method provides accurate assessment of the isoforms in plasmid 

preparation and is also capable of monitoring plasmid 

degradation. 

 

Method robustness and repeatability 

The robustness and repeatability of this method was evaluated 

by performing 18 runs of the same untreated 5 kb plasmid 

sample. As shown in Figure 12, the peak profiles were very 

 

 

              Figure 12. Overlay of 18 runs of untreated 5 kb plasmid preparation.  
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consistent between 18 runs. Table 1 shows the values of % RSD 

for migration time and % area for the supercoiled isoform 

obtained with the untreated 5 kb plasmid were 0.23% and 0.61% 

respectively.   

 

Table 1. Calculation of % RSD for migration time and % area for 

the supercoiled isoform for 18 runs obtained with the 5 kb 

untreated plasmid preparation.  

 

 

Discussion 

 

This plasmid analysis method was initially optimized for the 5 kb 

plasmid. It also works for the 7 kb plasmid. The resolution of 

plasmid isoforms for the 5 kb plasmid (Figure 9) was slightly 

better than that for the 7 kb plasmid (Figure 10). Users may need 

to further optimize this method by further diluting the dsDNA 

1000 gel for analysis of plasmids with sizes larger than 7 kb. 

Similarly, less dilution of the gel may be needed for analysis of 

plasmids with sizes significantly smaller than 5 kb. No matter 

what sizes of plasmid DNA need to be analyzed, preparing 

linearized and nicked plasmid isoforms as controls is a great 

strategy in evaluating the accuracy of the plasmid analysis 

method, as demonstrated in this technical note.  

 

 

 

 

Conclusions 

 

• Fast analysis of plasmid samples with separation time within 

12 minutes 

• Baseline resolution of supercoiled, linear and open circular 

isoforms of a 5 kb and a 7 kb plasmid 

• The dsDNA 1000 kit and LIFluor EnhanCE stain are 

commercially available kits for users thus streamlining the 

workflow 

• Automated sample separation and data analysis provide 

rapid, reproducible and quantitative results with RSD of 0.23% 

for migration time and 0.61% for % area 
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 Migration Time % Area 

Min: 9.11 86.28 

Max: 9.18 88.54 

Mean: 9.15 87.75 

Std Dev: 0.02 0.54 

%RSD: 0.23 0.61 

 AB Sciex is doing business as SCIEX. 

© 2019 AB Sciex.  For Research Use Only. Not for use in diagnostic procedures. The trademarks mentioned herein are the property of AB Sciex Pte. Ltd. or their respective owners.  
AB SCIEX™ is being used under license.   

Document number: RUO-MKT-02-9505 05/2019 

 

  




